In this paper, the performance of a zinc oxide (ZnO) nanorod-based enzymatic glucose sensor was enhanced with silver (Ag)-doped ZnO (ZnO-Ag) nanorods. The effect of the doped Ag on the surface morphologies, wettability, and electron transfer capability of the ZnO-Ag nanorods, as well as the catalytic character of glucose oxidase (GOx) and the performance of the glucose sensor was investigated. The results indicate that the doped Ag slightly weakens the surface roughness and hydrophilicity of the ZnO-Ag nanorods, but remarkably increases their electron transfer ability and enhances the catalytic character of GOx. Consequently, the combined effects of the above influencing factors lead to a notable improvement of the performance of the glucose sensor, that is, the sensitivity increases and the detection limit decreases. The optimal amount of the doped Ag is determined to be 2 mM, and the corresponding glucose sensor exhibits a sensitivity of 3.85 µA/(mM·cm 2 ), detection limit of 1.5 µM, linear range of 1.5 × 10 −3 -6.5 mM, and Michaelis-Menten constant of 3.87 mM. Moreover, the glucose sensor shows excellent selectivity to urea, ascorbic acid, and uric acid, in addition to displaying good storage stability. These results demonstrate that ZnO-Ag nanorods are promising matrix materials for the construction of other enzymatic biosensors.
Introduction
Electrochemical enzymatic glucose sensors are of great importance in clinical diagnosis, biological analysis, food processing, and environmental monitoring domains [1, 2] . Owing to their large surface-to-volume ratio, excellent electron transfer ability, stable chemical property, and good biocompatibility [3, 4] , different ZnO nanostructures are introduced on the working electrode of a glucose sensor to enlarge the surface area and increase the amount of immobilized GOx. Among them, one-dimensional ZnO nanostructures such as nanorods, nanotubes, nanocombs, and nanodisks, etc. [5] [6] [7] [8] are much more utilized than ZnO nanolayers or nanoparticles due to their larger surface area and higher number of adsorption sites for more GOx [9] . Recent research has concentrated on the modification of these ZnO nanostructures to enhance the catalytic character or facilitate the electron transfer rate of glucose sensors [10, 11] .
The modification of ZnO nanostructures mainly includes depositing nanoparticles on the ZnO surface and doping nanoparticles in the ZnO crystal structure. Furthermore, these nanoparticles have good catalytic properties (such as Pt, Ni, and Co, etc.) [12] [13] [14] or excellent conductivity (such as Au, C, and Al, etc.) [15] [16] [17] . For example, Anusha coated Pt nanoparticles on ZnO nanoporous structures, and confirmed that the Pt nanoparticles enhance both the catalytic activity and electron transfer ability of the glucose sensor [12] . Chu hydrothermally doped Ni in ZnO nanorods, and concluded that doping with Ni improves the catalytic character of GOx towards glucose but decreases the conductivity of the ZnO nanorods [13] . Wei hydrothermally synthesized Au nanocrystals on the surface of ZnO nanorods,
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Materials and Reagents
The ITO electrodes (<7 ohm/sq) were bought from Zhuhai Kaivo Optoelectronic Technology Co., Ltd. (Zhuhai, China). Glucose oxidase (GOx, EC 1.1.3.4 from Aspergillus niger,~200 U/mg), Nafion (5 wt %), D-(+)-glucose (99.5%), urea (U, 99.0-100.5%), uric acid (UA, ≥99.0%), and ascorbic acid (AA, >99.0%) were purchased from Sigma (St. Louis, MO, USA). Silver nitrate (AgNO 3 , 99.8%) was obtained from Aladdin (Shanghai, China). Acetone, absolute ethyl alcohol, zinc acetate dihydrate (Zn(CH 3 COO) 2 ·2H 2 O, 99.9%), sodium hydrate (NaOH, 98.0%), zinc nitrate hexahydrate (Zn(NO 3 ) 2 ·6H 2 O, 99.9%), and hexamethylenetetramine (HMT, 99.0%) were purchased from Tianjin Kemiou Chemical Reagent Co., Ltd. (Tianjin, China). The phosphate buffer saline (PBS, 10 mM, pH 7.4) was prepared with Na 2 HPO 4 ·12H 2 O and KH 2 PO 4 . The glucose solution (0.25 M) was kept for at least 24 h after preparation for mutarotation. All of the chemicals were analytical reagents and used without further purification. The water used was deionized water (R ≥ 18.2 MΩ·cm) produced by the Europtronic ultrapure water manufacturing system.
Hydrothermal Synthesis of ZnO-Ag Nanorods on the ITO Electrodes
The ITO electrodes were ultrasonically cleaned with acetone, absolute ethyl alcohol, and deionized water sequentially and dried in nitrogen flow. ZnO seed solution was prepared with 3 mmol Zn(CH 3 COO) 2 ·2H 2 O and 6 mmol NaOH mixed in 100 mL absolute ethyl alcohol. The ITO electrodes were immersed in the ZnO seed solution for 1 min, dried at room temperature, and then annealed at 120 • C for 10 min to make a homogeneous crystal nucleus layer.
For the hydrothermal synthesis of ZnO-Ag nanorods, 5 mmol Zn(NO 3 ) 2 ·6H 2 O and 5mmol HMT were dissolved into 100 mL deionized water, followed by the addition of different amounts of AgNO 3 (0, 1, 2, and 3 mM) as the Ag + source. Then, the growth solution was stirred at 1000 rpm and heated to 90 • C. Subsequently, ZnO and ZnO-Ag nanorods were synthesized by maintaining the ITO electrodes with a ZnO crystal nucleus in the growth solution at 90 • C for 10 h. Finally, all the samples were rinsed with deionized water and dried at room temperature, thus the ZnO and ZnO-Ag nanorods-modified ITO (ZnO/ITO, ZnO-Ag/ITO) electrodes were obtained. To be convenient, the ZnO-Ag nanorods with doped Ag of 1, 2, and 3 mM are designated as ZnO-Ag-1, ZnO-Ag-2, and ZnO-Ag-3 nanorods, and their corresponding electrodes are referred to ZnO-Ag-1/ITO, ZnO-Ag-2/ITO, and ZnO-Ag-3/ITO electrodes in the following.
Immobilization of GOx on the ZnO/ITO and ZnO-Ag/ITO Electrodes
Prior to the immobilization of GOx, the ZnO/ITO and ZnO-Ag/ITO electrodes were rinsed with PBS, and then freshly prepared GOx solution (10 µL, 40mg/mL) was dropped on them. After water evaporated at 4 • C, 5 µL Nafion was coated on the electrodes, forming ion transparent membranes to prevent the leakage of GOx. Thus, the Nafion/GOx/ZnO/ITO, Nafion/GOx/ZnO-Ag-1/ITO, Nafion/GOx/ZnO-Ag-2/ITO, and Nafion/GOx/ZnO-Ag-3/ITO glucose enzymatic electrodes were constructed. When not in use, the electrodes were preserved at 4 • C.
Characterization of the ZnO and ZnO-Ag Nanorods
The morphologies of the ZnO and ZnO-Ag nanorods were characterized by field emission scanning electron microscopy (FE-SEM, SU8000, Hitachi, Tokyo, Japan). The crystal structures of the ZnO and ZnO-Ag nanorods were examined with an X-ray diffractometer (XRD, Panak, Almelo, Netherlands) using CuKα radiation, which was generated at a voltage of 40 kV and a current of 40 mA with the diffraction angle of 20-80 • . The contact angles (CAs) for each sample were measured at five different regions with a contact angle analyzer (OCA20, Dataphysics, Stuttgart, Germany), and the values were averaged. The profiles of the ZnO/ITO and ZnO-Ag/ITO electrodes were extracted by combining FE-SEM images with the Image Processing Toolbox of MATLAB, and then the least square circles were fitted. With the least square circles subtracted from the extracted profiles, the surface heights of the ZnO/ITO and ZnO-Ag/ITO electrodes were obtained. According to the surface heights, the characteristic parameters including roughness Ra, skewness Sk, kurtosis Ku, and correlation length ξ were determined, and the surface morphologies of the ZnO and ZnO-Ag nanorods were characterized. The detailed calculation of the characteristic parameters is available in our previous work [22] .
Electrochemical Measurements of the Glucose Sensors
All the measurements were performed on an electrochemical workstation (CHI660D, Shanghai Chenhua Instrument Co., Ltd., Shanghai, China) with the three-electrode system, which includes the prepared electrode as the working electrode, a Pt wire as the auxiliary electrode, and an Ag/AgCl with saturated KCl solution as the reference electrode. The electron transfer properties between the electrode surface and electrolyte were investigated with electrochemical impedance spectroscopy in PBS. The frequency ranged from 0.01 Hz to 100 kHz and the bias potential was +0.1 V. The electrochemical dynamic properties of the glucose sensors were studied by cyclic voltammetry in 3 mM glucose solution with a potential of −0.2 V-+0.8 V and a scan rate of 50 mV/s. The performance of the glucose sensors was evaluated by amperometric response. With the background current decaying to the steady state, 100 µL glucose solution was successively added in 50 mL PBS until the response current approximately became saturated. The applied potential was +0.8 V whilst the solution was being stirred at 400 rpm. All the applied potentials were with respect to the reference electrode. 
Results and Discussion
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Surface Morphologies and Wettability of the ZnO and ZnO-Ag Nanorods
Figure 3a demonstrates that the surface heights of the ZnO-Ag/ITO electrodes fluctuate slightly (especially for the ZnO-Ag-2/ITO electrode) in comparison to that of the ZnO/ITO electrode. It turns out that doping with Ag again enhances the orientation uniformity of the ZnO-Ag nanorods and weakens their surface randomness. As a result, Ra becomes smaller and reaches the minimum value with doped Ag of 2 mM, and ξ nearly remains constant, referring to Figure 3b . This suggests that the surfaces of the ZnO-Ag nanorods become smoother. Figure 3c implies that as the amount of the doped Ag increases, Sk approaches from negative values to zero, whilst Ku stays around 3 except for that at 2 mM. This indicates that the surface heights of the ZnO-Ag nanorods exhibit a narrower distribution range. The changes of the surface morphologies demonstrate that doping with Ag does not benefit the hydrophilicity of the ZnO nanorods. Figure 3d shows that the CAs of the ZnO-Ag nanorods increase compared with that of the ZnO nanorods. This agrees well with the fact that the CA of a hydrophilic surface enlarges when Ra decreases [23] . This shows that doping with Ag in ZnO nanorods diminishes the contact area of the solid-liquid interface between the electrode and analytic liquid, which is not good for the performance enhancement of the glucose sensor. The surface energy of the ZnO and ZnO-Ag nanorods is estimated to be 71.7, 68.8, 69.8, and 70.2 mJ/m 2 [24] . Therefore, doping with Ag weakens the adsorption strength between GOx and the ZnO-Ag nanorods [25] . 
Figure 3a demonstrates that the surface heights of the ZnO-Ag/ITO electrodes fluctuate slightly (especially for the ZnO-Ag-2/ITO electrode) in comparison to that of the ZnO/ITO electrode. It turns out that doping with Ag again enhances the orientation uniformity of the ZnO-Ag nanorods and weakens their surface randomness. As a result, Ra becomes smaller and reaches the minimum value with doped Ag of 2 mM, and ξ nearly remains constant, referring to Figure 3b . This suggests that the surfaces of the ZnO-Ag nanorods become smoother. Figure 3c implies that as the amount of the doped Ag increases, Sk approaches from negative values to zero, whilst Ku stays around 3 except for that at 2 mM. This indicates that the surface heights of the ZnO-Ag nanorods exhibit a narrower distribution range. The changes of the surface morphologies demonstrate that doping with Ag does not benefit the hydrophilicity of the ZnO nanorods. Figure 3d shows that the CAs of the ZnO-Ag nanorods increase compared with that of the ZnO nanorods. This agrees well with the fact that the CA of a hydrophilic surface enlarges when Ra decreases [23] . This shows that doping with Ag in ZnO nanorods diminishes the contact area of the solid-liquid interface between the electrode and analytic liquid, which is not good for the performance enhancement of the glucose sensor. The surface energy of the ZnO and ZnO-Ag nanorods is estimated to be 71.7, 68.8, 69.8, and 70.2 mJ/m 2 [24] . Therefore, doping with Ag weakens the adsorption strength between GOx and the ZnO-Ag nanorods [25] .
(a) (b) Figure 5a indicates that no redox peaks appear for the Nafion/GOx/ZnO/ITO glucose sensor. In contrast, a pair of well-defined redox peaks occurs and the redox currents enlarge for the Figure 5a indicates that no redox peaks appear for the Nafion/GOx/ZnO/ITO glucose sensor. In contrast, a pair of well-defined redox peaks occurs and the redox currents enlarge for the Electrochemical impedance spectroscopy of the Nafion/GOx/ZnO/ITO and Nafion/GOx/ZnO-Ag/ITO glucose sensors in phosphate buffer saline (PBS). The frequency ranges from 0.01 Hz to 100 kHz at a bias potential of 0.1 V vs. Ag/AgCl. The inset is the Randle equivalent circuit. Figure 5a indicates that no redox peaks appear for the Nafion/GOx/ZnO/ITO glucose sensor. In contrast, a pair of well-defined redox peaks occurs and the redox currents enlarge for the Nafion/GOx/ZnO-Ag/ITO glucose sensors. Moreover, the oxidation peak potential diminishes and the oxidation current rises with increasing amounts of doped Ag. This reveals that the catalytic activity of GOx is improved. However, the oxidation peak potential becomes larger and the oxidation current smaller when the amount of the doped Ag is 3 mM. This might also be attributed to the formation of Ag 2 O on the ZnO surface.
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scan rate ranges from 10 to 250 mV/s. For a diffusion-limited process, the relationship between peak current and scan rate is shown as 5 3 2 1 2 1 2 p i =2.69 10 n D ν Ac × [26] , where n is the number of exchanged electrons, D the diffusion coefficient of reactant, ν the scan rate, A the effective area of the electrode, and c the concentration of the reactant. Apparently when the scan rate rises, the peak current increases and is proportional to the square root of the scan rate. In this work, the peak current is also linear to the square root of the scan rate (see inset). This indicates that a diffusion-controlled electrochemical process occurs on the Nafion/GOx/ZnO-Ag-2/ITO electrode. Therefore, the electrochemical reaction is mainly controlled by the diffusion process and analyte diffusion occupies a great deal of reaction time. Consequently, the peak current scarcely has anything to do with the time taken by GOx in enhancing the rate of redox reactions. Although doping with Ag in ZnO nanorods slightly smoothes the surface and weakens the hydrophilicity of the ZnO-Ag nanorods, in addition to diminishing the contact area of the solid-liquid interface (refer to Section 3.2), it remarkably improves both the electron transfer ability of the ZnOAg nanorods and the catalytic character of GOx. Hence, the performance of the corresponding glucose sensors is expected to be enhanced. 
Amperometric Response
Figure 6a exhibits the schematic diagram of the three-electrode system and the reaction on the working electrode. Glucose diffuses through the analytic liquid and adsorbs on the working electrode. Then it is oxidized to gluconolactone by GOx immobilized on the ZnO-Ag, and meanwhile GOx is changed into GOx(FADH2). Afterwards, GOx(FADH2) is reverted to GOx through the reaction with O2 dissolved in the solution. During this process, H2O2 is produced and releases electrons. These generated electrons transfer from the redox active centers of GOx to ZnO-Ag and then to the working electrode. By means of detecting the electric signals, the concentration of glucose is determined. Figure 6b shows that the Nafion/GOx/ZnO-Ag/ITO glucose sensors exhibit much higher response currents than the Nafion/GOx/ZnO/ITO one does when 100 μL glucose solution is Figure 5b exhibits the effect of scan rate on the cyclic voltammetric performance of the Nafion/GOx/ZnO-Ag-2/ITO electrode. Both the oxidation and reduction peak currents increase as the scan rate ranges from 10 to 250 mV/s. For a diffusion-limited process, the relationship between peak current and scan rate is shown as i p = 2.69 × 10 5 n 3/2 D 1/2 ν 1/2 Ac [26] , where n is the number of exchanged electrons, D the diffusion coefficient of reactant, ν the scan rate, A the effective area of the electrode, and c the concentration of the reactant. Apparently when the scan rate rises, the peak current increases and is proportional to the square root of the scan rate. In this work, the peak current is also linear to the square root of the scan rate (see inset). This indicates that a diffusion-controlled electrochemical process occurs on the Nafion/GOx/ZnO-Ag-2/ITO electrode. Therefore, the electrochemical reaction is mainly controlled by the diffusion process and analyte diffusion occupies a great deal of reaction time. Consequently, the peak current scarcely has anything to do with the time taken by GOx in enhancing the rate of redox reactions. Although doping with Ag in ZnO nanorods slightly smoothes the surface and weakens the hydrophilicity of the ZnO-Ag nanorods, in addition to diminishing the contact area of the solid-liquid interface (refer to Section 3.2), it remarkably improves both the electron transfer ability of the ZnO-Ag nanorods and the catalytic character of GOx. Hence, the performance of the corresponding glucose sensors is expected to be enhanced. Figure 6a exhibits the schematic diagram of the three-electrode system and the reaction on the working electrode. Glucose diffuses through the analytic liquid and adsorbs on the working electrode. Then it is oxidized to gluconolactone by GOx immobilized on the ZnO-Ag, and meanwhile GOx is changed into GOx(FADH 2 ). Afterwards, GOx(FADH 2 ) is reverted to GOx through the reaction with O 2 dissolved in the solution. During this process, H 2 O 2 is produced and releases electrons. These generated electrons transfer from the redox active centers of GOx to ZnO-Ag and then to the working electrode. By means of detecting the electric signals, the concentration of glucose is determined.
Ag nanorods decreases, thus GOx easily falls off the ZnO-Ag nanorods into the analytic liquid [25] . The Michaelis-Menten constants of the Nafion/GOx/ZnO-Ag/ITO glucose sensors are calculated to be 6.17, 5.4, and 3.87 mM, which are smaller than that (6.49 mM) of the Nafion/GOx/ZnO/ITO glucose sensor. The lower Michaelis-Menten constants reveal that the ZnO-Ag nanorods provide a favorable environment for GOx and facilitate the electron transfer reaction.
In comparison to the Nafion/GOx/ZnO/ITO glucose sensor, the Nafion/GOx/ZnO-Ag/ITO glucose sensors exhibit better performance. This is ascribed to the combined effects of the doped Ag; the surface morphologies, wettability, and electron transfer capability of the ZnO-Ag nanorods; the contact area of solid-liquid interface; and the catalytic character of GOx on the performance of the glucose sensors. Of all the Nafion/GOx/ZnO-Ag/ITO glucose sensors, the Nafion/GOx/ZnO-Ag-2/ITO one shows the best performance, thus the optimal amount of doped Ag is determined to be 2 mM. Figure 6b shows that the Nafion/GOx/ZnO-Ag/ITO glucose sensors exhibit much higher response currents than the Nafion/GOx/ZnO/ITO one does when 100 µL glucose solution is successively added in 50 mL PBS. From the calibration curves of glucose concentration versus the response currents in Figure 6c , the performance parameters of the Nafion/GOx/ZnO/ITO, Nafion/GOx/ZnO-Ag-1/ITO, Nafion/GOx/ZnO-Ag-2/ITO, and Nafion/GOx/ZnO-Ag-3/ITO glucose sensors are acquired. The sensitivities are separately 0.75, 1.34, 3.85, and 2.85 µA/(mM·cm 2 ). Based on the signal-to-noise ratio of 3, the detection limits are determined to be 2.1, 1.9, 1.5, and 1.4 µM. Obviously, doping with Ag increases the sensitivities by 1.8, 5.1, and 3.8 times, and decreases the detection limits by 0.9, 0.7, and 0.7 times. The larger sensitivities and lower detection limits of the Nafion/GOx/ZnO-Ag/ITO glucose sensors are mainly ascribed to the fast electron transfer rate of the ZnO-Ag nanorods as well as the better catalytic character of GOx. The linear ranges are 2.1 × 10 −3 -10.0, 1.9 × 10 −3 -6.0, 1.5 × 10 −3 -6.5, and 1.4 × 10 −3 -5.0 mM. Apparently, the upper limits of the Nafion/GOx/ZnO-Ag/ITO glucose sensors diminish. This is because the surface energy of the ZnO-Ag nanorods decreases, thus GOx easily falls off the ZnO-Ag nanorods into the analytic liquid [25] . The Michaelis-Menten constants of the Nafion/GOx/ZnO-Ag/ITO glucose sensors are calculated to be 6.17, 5.4, and 3.87 mM, which are smaller than that (6.49 mM) of the Nafion/GOx/ZnO/ITO glucose sensor. The lower Michaelis-Menten constants reveal that the ZnO-Ag nanorods provide a favorable environment for GOx and facilitate the electron transfer reaction.
In comparison to the Nafion/GOx/ZnO/ITO glucose sensor, the Nafion/GOx/ZnO-Ag/ITO glucose sensors exhibit better performance. This is ascribed to the combined effects of the doped Ag; the surface morphologies, wettability, and electron transfer capability of the ZnO-Ag nanorods; the contact area of solid-liquid interface; and the catalytic character of GOx on the performance of the glucose sensors. Of all the Nafion/GOx/ZnO-Ag/ITO glucose sensors, the Nafion/GOx/ZnO-Ag-2/ITO one shows the best performance, thus the optimal amount of doped Ag is determined to be 2 mM.
Comparison of the Glucose Sensors in This and Previous Works
As shown in Table 1 , the detection limits of the ZnO-Ag-based glucose sensors are slightly smaller than those reported in the literature [13, 14, 17] , whilst the linear ranges are close to the corresponding values. Whereas the sensitivities of the ZnO-Ag-based glucose sensors approach that of the ZnO-Al-based one, they are much smaller than that of the ZnO-Ni-and ZnO-Co-based ones. This is attributed to the different electron transfer abilities or catalytic activities of Ag, Al, Ni, and Co. Nonetheless, this work focuses on the combined effects of the aforementioned influencing factors on the performance of glucose sensors. Therefore, more attention in this paper is paid to establishing the relationship and optimizing the amount of doped Ag. With the successive addition of 3 mM glucose, 0.5 mM U, 0.1 mM AA, 0.5 mM UA, and 3 mM glucose in PBS at +0.8 V, the selectivity of the Nafion/GOx/ZnO-Ag-2/ITO glucose sensor was investigated. Figure 7a shows that the currents increase significantly with glucose injected, but almost keep unchanged with U, AA, and UA added. This implies that the glucose sensor has excellent selectivity to glucose in the presence of interfering substances. Figure 7b displays the current response of the Nafion/GOx/ZnO-Ag-2/ITO glucose sensor in 1 mM glucose solution every seven days. The oxidation currents respectively keep 95.5% and 87.3% of their initial values seven and 14 days later. This is primarily caused by the leakage of GOx from the ZnO-Ag nanorods to the analytical liquid. After 21 and 28 days, the oxidation currents remain at 71.6% and 70.5% of their initial values. All of the results suggest that the Nafion/GOx/ZnO-Ag-2/ITO glucose sensor has good storage stability. This is attributed to the better biocompatibility of the ZnO-Ag nanorods, which provides a favorable environment for GOx to retain its intrinsic bioactivity. mM glucose solution every seven days. The oxidation currents respectively keep 95.5% and 87.3% of their initial values seven and 14 days later. This is primarily caused by the leakage of GOx from the ZnO-Ag nanorods to the analytical liquid. After 21 and 28 days, the oxidation currents remain at 71.6% and 70.5% of their initial values. All of the results suggest that the Nafion/GOx/ZnO-Ag-2/ITO glucose sensor has good storage stability. This is attributed to the better biocompatibility of the ZnOAg nanorods, which provides a favorable environment for GOx to retain its intrinsic bioactivity. 
Conclusions
The performance of the ZnO nanorod-based enzymatic glucose sensor was improved with Ag doping in the ZnO nanorods, and was optimized by regulating the amount of doped Ag. The doped Ag remarkably facilitates the electron transfer rate of the ZnO-Ag nanorods and enhances the catalytic character of GOx, although it slightly diminishes the surface roughness of the ZnO-Ag nanorods, weakens its hydrophilicity, and further decreases the contact area of the solid-liquid interface between the electrode and analytic liquid. Therefore, the sensitivities of the ZnO-Ag nanorod-based glucose sensors with doped Ag of 1, 2, and 3mM increase by 1.8, 5.1, and 3.8 times, and the detection limits decrease by 0.9, 0.7, and 0.7 times in comparison to those of the ZnO nanorod-based glucose sensor. Additionally, the glucose sensor corresponding to the Ag dopant of 2 mM exhibits the optimal performance, with a sensitivity of 3.85 µA/(mM·cm 2 ), detection limit of 1.5 µM, linear range of 1.5 × 10 −3 -6.5 mM, and Michaelis-Menten constant of 3.87 mM. Moreover, the optimal glucose sensor has good selectivity to urea, ascorbic acid, and uric acid, and shows excellent storage stability. The results indicate that ZnO-Ag nanorods are attractive materials for the fabrication of other enzymatic biosensors, such as urea, uric acid, cholesterol, and hydrogen peroxide sensors.
